Design concept for preventing aspiration or ingestion of CAD-CAM crowns: A dental technique.
Accidental aspiration or ingestion of a crown is a risk during dental treatment. To prevent this, dental floss can be tied to a loop attached to the lingual surface of the crown. However, the method needs an additional laboratory procedure and is applicable only to cast crowns. This article introduces a technique for fabricating a zirconia crown with a loop using computer-aided design and computer-aided manufacturing (CAD-CAM) technology.